This work consists of using an optical fiber microsphere as a sensor for a wide range of curvature radii. The microsphere was manufactured in a standard fiber with an electric arc. In order to maximize system efficiency, the microsphere was spliced in the center of a taper. This work revealed that the variations of the wavelength where the maxima and minima of the spectrum are located varies linearly with the curvature of the system with a maximum sensitive of 580 ± 20 (pm km). This is because the direction of the input beam in the microsphere depends on the system curvature, giving rise to interferometric variations within the microsphere.
Introduction
The demand for optical sensors has been increasing in recent times due to the low cost associated with the high sensitivity of these types' sensors. One of the geometries explored is the microsphere due to the simplicity of manufacture [1] .
The production of this can be achieved by means of lasers and electric arcs [1] [2] [3] [4] . Their fabrication consists in heating a portion of fiber, which, when molten, results in a structural repositioning leading to the spherical shape. The microspheres are characterized by minimal surface deformations in relation to the wavelength range located in the infrared and visible.
For many years, scattering was inconvenient. However, with the appearance of resonant micro-cavities [5] , the dispersion, namely multiple dispersion, has been fundamental for the development of new technologies with applicability in both sensors (biological, temperature. and pressure, among others) as the optical signals processing [6] [7] [8] [9] [10] . Another aspect of great importance is the doping of microspheres with rare earth elements allowing the production of micro-lasers with large spectral range and with ease in operating in the single-mode regime [11] .
Microspheres are spherical dielectric structures, where different light rays are reflected internally. Due to the low material absorption and the possibility of reduced losses in the glass-air reflection, several optical paths exist, leading to the formation of guided modes. These pathways result from the dispersion that occurs due to the change in the size of the medium in which the beam propagates. Thus, the spectrum of the optical output signal will contain fringes, which reveal the existence of interferences between the different optical paths. If the geometry of the hollow microsphere changes based on one or more physical characteristics, it will cause a change in the output signal; then, this will be a sensor. However, the solid microsphere is more stable and can be used to measure temperature, refractive index, and others where the intensity variation is easily changed. In addition, as will be demonstrated in this work, the microspheres have a high sensitivity to the direction of the input and output beams that are controlled by the curvature of the input and output tapers, respectively.
Currently, for curvature sensors formed by a multimode fiber placed between two single-mode fibers, the sensitivity is of the order of 10 pm km in a range of hundreds of km −1 and, for a structure consisting of a taper placed in the center of the curve for curvatures between 4.5 km −1 and 16.3 km −1 , have a sensitivity of 340 pm km [12] [13] [14] .
In this paper is a study on how the microsphere, which is fused between a taper, allows to increase the sensitivity of the fibers for the measurement of the curvature to which it is submitted. The diameter of the microsphere is 258 µm. The analysis is realized for low and high wavelengths when the microsphere is subject to the range of curvatures between 1 and 3 km −1 .
Materials and Methods
The system under study consists of a microsphere of which the input and output are aligned with each other and misaligned with the center of the microsphere (Figure 1 ). Both the microsphere and the connections are made with single mode fibers using a Fusion Splice ("Sumitomo Electric™"). To manufacture the new structure, the following must be included:
•
Microsphere (apply an electric arc for at least 5 s; for this study, we use the "Sumitomo Electric Type-72C" splice machine with a power of 100 u.a.); to the direction of the input and output beams that are controlled by the curvature of the input and output tapers, respectively. Currently, for curvature sensors formed by a multimode fiber placed between two single-mode fibers, the sensitivity is of the order of 10 pm km in a range of hundreds of km −1 and, for a structure consisting of a taper placed in the center of the curve for curvatures between 4.5 km −1 and 16.3 km −1 , have a sensitivity of 340 pm km [12] [13] [14] .
In this paper is a study on how the microsphere, which is fused between a taper, allows to increase the sensitivity of the fibers for the measurement of the curvature to which it is submitted. The diameter of the microsphere is 258 µ m. The analysis is realized for low and high wavelengths when the microsphere is subject to the range of curvatures between 1 and 3 km −1 .
Materials and Methods
The system under study consists of a microsphere of which the input and output are aligned with each other and misaligned with the center of the microsphere (Figure 1 ). Both the microsphere and the connections are made with single mode fibers using a Fusion Splice("Sumitomo Electric TM "). To manufacture the new structure, the following must be included:

Microsphere (apply an electric arc for at least 5 s; for this study, we use the "Sumitomo Electric Type-72C" splice machine with a power of 100 u.a.);  Taper ( Figure 1a ) (splice between two fibers with an electric arc equal to or greater than 20 s and intensity of 50 u.a.; at the same time, stretch the fibers by varying the point of electric arc's application) 
Cleave the taper and fuse the microsphere and the tip ( Figure 1b ) (intensity electric arc of 20 u.a. and duration of 1 s)  Clamp the stem of the microsphere (Figure 1c ) and fuse the microsphere and the other taper ( Figure 1d ) The interrogation system used to read the microsphere was an Optical Spectrum Analyzer (OSA) with a resolution of 0.02 nm and a wide spectrum source in the 1550 nm region with a width of 100 nm. See Figure 2a . The fiber was stretched between two supports that are distant: 2.825 m. One of the brackets contains a micrometer translation stage. Varying this allows to vary the curvature of the fiber that is given by the following expression [15] :
where l is the half distance between supports and d is the flexion displacement. To simplify the positioning of the microsphere, place it on the outside of the curve and then connect the input and output fiber to the source and to the OSA, respectively. In this experiment, the oscillations from the movement of the air as well as from the table were minimized. During acquisition of several samples, be careful of the tension applied on the fiber so that the measurements do not reflect the deformations The interrogation system used to read the microsphere was an Optical Spectrum Analyzer (OSA) with a resolution of 0.02 nm and a wide spectrum source in the 1550 nm region with a width of 100 nm. See Figure 2 . The fiber was stretched between two supports that are distant: 2.825 m. One of the brackets contains a micrometer translation stage. Varying this allows to vary the curvature of the fiber that is given by the following expression [15] :
where l is the half distance between supports and d is the flexion displacement. To simplify the positioning of the microsphere, place it on the outside of the curve and then connect the input and output fiber to the source and to the OSA, respectively. In this experiment, the oscillations from the movement of the air as well as from the table were minimized. During acquisition of several samples, be careful of the tension applied on the fiber so that the measurements do not reflect the deformations of the microsphere when under stress. The performance of the sensor does not depend only on the microsphere, it also depends on the narrowing of the fibers connected to the microsphere. The narrower this taper (particularly the output fiber), the lower the output spectrum power and the greater the impact of multiple interference displayed on the output spectrum (not only in absolute terms but also in relative terms). Also, it depends on the position of the microsphere, i.e., if the microsphere is placed outside the curve, the output signal exhibits a greater impact of the multiple interferences (thus, it is a sensor based on the power variations resulting from interferences beyond the decrease in the power resulting from the misalignment of the beam with the output fiber and various reflections). See Figure 2 . If the microsphere is positioned inside the curve, the power variation will be mainly a consequence of the misalignment of the beam with the output fiber, showing little impact of the interference beyond to the output spectrum that contains more energy. of the microsphere when under stress. The performance of the sensor does not depend only on the microsphere, it also depends on the narrowing of the fibers connected to the microsphere. The narrower this taper (particularly the output fiber), the lower the output spectrum power and the greater the impact of multiple interference displayed on the output spectrum (not only in absolute terms but also in relative terms). Also, it depends on the position of the microsphere, i.e., if the microsphere is placed outside the curve, the output signal exhibits a greater impact of the multiple interferences (thus, it is a sensor based on the power variations resulting from interferences beyond the decrease in the power resulting from the misalignment of the beam with the output fiber and various reflections). See Figure 2 . If the microsphere is positioned inside the curve, the power variation will be mainly a consequence of the misalignment of the beam with the output fiber, showing little impact of the interference beyond to the output spectrum that contains more energy. Figure 3a presents the spectral response of the multi-interferometer created by fiber microsphere coupled in a taper structure. The spectral response is complex, but the FFT (Fast Fourier Transform; Figure 3b ) demonstrates the existence of three main interferometers. Optical paths result from the fact that the microsphere creates two mirrors, one at the top and one at the bottom. As the geometry is asymmetric, then generation of three interferences exists: two between the signal that moves in a straight line between the tapers and the light reflected in the mirrors and a third interference between the reflected light in the two mirrors. Therefore, if the microsphere is smaller, the length of the optical paths will be shorter and the difference between them will be small. If the microsphere is bigger, the difference between optical paths increases, but due to the increase in beam dispersion as well as to the increase of the reflections, the output signal power will be lower. Figure 3a presents the spectral response of the multi-interferometer created by fiber microsphere coupled in a taper structure. The spectral response is complex, but the FFT (Fast Fourier Transform; Figure 3b ) demonstrates the existence of three main interferometers. Optical paths result from the fact that the microsphere creates two mirrors, one at the top and one at the bottom. As the geometry is asymmetric, then generation of three interferences exists: two between the signal that moves in a straight line between the tapers and the light reflected in the mirrors and a third interference between the reflected light in the two mirrors. Therefore, if the microsphere is smaller, the length of the optical paths will be shorter and the difference between them will be small. If the microsphere is bigger, the difference between optical paths increases, but due to the increase in beam dispersion as well as to the increase of the reflections, the output signal power will be lower. of the microsphere when under stress. The performance of the sensor does not depend only on the microsphere, it also depends on the narrowing of the fibers connected to the microsphere. The narrower this taper (particularly the output fiber), the lower the output spectrum power and the greater the impact of multiple interference displayed on the output spectrum (not only in absolute terms but also in relative terms). Also, it depends on the position of the microsphere, i.e., if the microsphere is placed outside the curve, the output signal exhibits a greater impact of the multiple interferences (thus, it is a sensor based on the power variations resulting from interferences beyond the decrease in the power resulting from the misalignment of the beam with the output fiber and various reflections). See Figure 2 . If the microsphere is positioned inside the curve, the power variation will be mainly a consequence of the misalignment of the beam with the output fiber, showing little impact of the interference beyond to the output spectrum that contains more energy. Figure 3a presents the spectral response of the multi-interferometer created by fiber microsphere coupled in a taper structure. The spectral response is complex, but the FFT (Fast Fourier Transform; Figure 3b ) demonstrates the existence of three main interferometers. Optical paths result from the fact that the microsphere creates two mirrors, one at the top and one at the bottom. As the geometry is asymmetric, then generation of three interferences exists: two between the signal that moves in a straight line between the tapers and the light reflected in the mirrors and a third interference between the reflected light in the two mirrors. Therefore, if the microsphere is smaller, the length of the optical paths will be shorter and the difference between them will be small. If the microsphere is bigger, the difference between optical paths increases, but due to the increase in beam dispersion as well as to the increase of the reflections, the output signal power will be lower. In Figure 4 are two frames of the simulation of the geometry performance. This uses the "Symmetric Split Step Fourier" method and the Hamiltonian, and considering that there are no nonlinear effects, it is as follows:
In Figure 4 are two frames of the simulation of the geometry performance. This uses the "Symmetric Split Step Fourier" method and the Hamiltonian, and considering that there are no nonlinear effects, it is as follows: 1 2 (2) Figure 4a is the frame where the beam enters the microsphere, and Figure 4b includes several reflections in the microsphere. It is clearly possible to see the cone of light illuminating the exit taper, and when a curvature is applied to the taper, the direction of the cone will be altered, changing the properties of light in the exit taper. 
Results
After the measurements, it is possible to obtain the graphs of Figure 5 , where there are several fringes resulting from the interference of several optical pathways (the analysis of this sensor will be done based on its transfer function). Is observed that the profile of intensities for low curvatures is different in relation to larger curvatures. In addition, the wavelength variations where the relative extremums of the spectrum are located are a result of the phase variation introduced by the optical system under study. Figure 4a is the frame where the beam enters the microsphere, and Figure 4b includes several reflections in the microsphere. It is clearly possible to see the cone of light illuminating the exit taper, and when a curvature is applied to the taper, the direction of the cone will be altered, changing the properties of light in the exit taper.
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